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The response matrix of a Bonner sphere spectrometer was calculated using MCNP 4C and MCNPX 2.4.0 codes. As thermal neutron detector
a 0.4 cm ×∅ 0.4 cm 6LiI which is located at the center of a set of polyethylene spheres. The response was calculated for 0, 2, 3, 5, 8, 10, and
12 inches-diameter polyethylene spheres for neutrons whose energy goes from 2.50E(-8) to 100 MeV. The response matrix was calculated
for 23 neutron energies, the response functions were energy-interpolated to 51 neutron energies and were compared with a matrix response
reported in the literature, in this comparison both response matrices are in agreement. The main differences were found in the bare detector
and are attributed to the irradiation conditions and cross sections, for the other detectors the differences are due to the cross sections libraries.
Keywords: Monte Carlo; 6LiI scintillator; Bonner sphere neutron spectrometer.
Se calculo´ la matriz de respuesta de un espectro´metro de Esferas de Bonner utilizando los co´digos Monte Carlo MCNP 4C y MCNPX 2.4.0.
El detector de neutrones te´rmicos del espectro´metro es un centellador cilı´ndrico, 0.4 cm ×∅ 0.4 cm, de 6LiI, que se ubica en el centro de
esferas de polietileno. La respuesta se obtuvo para esferas cuyo dia´metro es 0, 2, 3, 5, 8, 10 y 12 pulgadas y para fuentes monoenerge´ticas
de neutrones de 2.50E(-8) to 100 MeV. La matriz se calculo´ para 23 fuentes monoenerge´ticas, las funciones de respuesta se interpolaron
a 51 energı´as que se compararon con las correspondientes reportadas en la literatura. Se encontro´ que ambas matrices son coincidentes,
excepto para neutrones de baja y alta energı´a; esta diferencia es atribuida a las condiciones de irradiacio´n utilizadas en ambos estudios y a
las secciones eﬁcaces.
Descriptores: Monte Carlo; centellador 6LiI; espectro´metro de esferas de Bonner.
PACS: 24.10.Lx; 29.40.Mc; 29.30.-h
1. Introduction
Since the demonstration of neutron existence by Chadwick
in 1932 [1], these neutral particles have become an impor-
tant tool in several ﬁelds such as nuclear technology, nuclear
physics, fusion plasma diagnostics, radiotherapy, and radia-
tion protection.
In 1960 the multisphere spectrometer, also known as
Bonner sphere spectrometer (BSS), was introduced in the aim
to measure the neutron energy distribution, known as neu-
tron spectrum [2]. BSS is a set of polyethylene spheres with
different diameters with a thermal neutron detector that is lo-
cated at the centre of the spheres. Because the spherical shape
the response of BSS is isotropic.
From 1960 to 1979 several advances in computer un-
folding methods, the application of semiconductor detectors
to neutron spectrometry and the introduction of superheated
drop detectors contributed to progress in neutron spectrome-
try [3].
With the BSS the neutron spectra is obtained in a
wide range of energies ranging from thermal up to at least
20 MeV [4]. By adding intermediate shells of lead to the
moderator spheres the BSS is utilized to measure neutrons
reaching few GeV [5,6].
Different materials had been utilized as thermal neutron
detector in the BSS such as, 6LiI(Eu) scintillator [2,7], pairs
of thermoluminiscent dosimeters (TLD600-TLD700) [8–10],
gold and other activation foils [11], track detectors [12],
BF3[13] or 3He [14] ﬁlled proportional counters. When
the detector is located inside the polyethylene spheres the
response is modiﬁed due to the moderating effect of the
spheres. The set of responses are named response ma-
trix [6,15].
Inside a neutron ﬁeld the detector, bare o inside of any
sphere, produces a count rate; the detectors’ count rates (C)
are related with the response matrix (RΦ (E)) and the neutron
spectrum (ΦE(E)) through the Fredholm integral equation of
the ﬁrst kind, shown in Eq. (1).
C =
Ef∫
Ei
RΦ (E)ΦE (E)dE (1)
Once Eq. (1) is solved and the neutron spectrum is known
the neutron dose, ∆ can be estimated using Eq. (2) [16].
∆ =
Ef∫
Ei
δΦ (E)ΦE (E) dE (2)
Here, δΦ (E) is the ﬂuence-to-dose conversion coefﬁcient.
Depending of the type of δΦ (E) utilized any type of neutron
dose can be estimated.
Technological limitations prevent the experimental deter-
mination of the response matrix utilizing monoenergetic neu-
trons. However, this is only practical for few monoenergetic
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neutrons with energies greater than about a few keV and for
thermal neutrons [6]. Therefore the responses need to be
calculated; this has been realized using the one-dimensional
discrete ordinates transport code ANISN [17], Monte Carlo
methods with the MCNP code [18,19], MCNPX code [14],
and high-energy codes [5].
In this investigation the response matrix of a Bonner spec-
trometer with a 6LiI scintillator has been calculated using
Monte Carlo methods with updated cross section libraries.
This matrix was interpolated to include a larger number of
energy bins and it was compared with the response matrix
reported in the literature.
2. Methods
Naturally occurring Li isotopes are 92.5% Li-7 and 7.5%
Li-7, while I has only one natural isotope I-127; all those
isotopes are stable. The 6LiI(Eu) scintillator has Li-6, Li-7,
I-127 isotopes, smaller amounts of Eu are added as impuri-
ties. The cross sections of isotopes are shown in Fig. 1 [20].
When neutrons reach the scintillator some are absorbed by
the different nuclei in the detector. For each nuclei species
the number of absorption, na, are estimated with Eq. (3).
na =
∫
VLiI
d3r
∫
E
ΦE (r,E)
∑
a
(r, E) dE (3)
FIGURE 1. Cross sections of scintillator isotopes.
Here, the integration volume is taken over the LiI scintil-
lator volume, ΦE(r, E) is the position and energy dependent
neutron ﬂux, and Σa(r, E) is the macroscopic absorption cross
section. Some of these absorptions will induce the reaction
(n, α). For the 6LiI(Eu) scintillator the cross section that sig-
niﬁcantly contributes to the number of neutron absorptions is
the 6Li absorption cross section.
A realistic model of the detector, including the 0.4 cm ×
0.4 ∅ cm 6LiI scintillator, the light pipes and the detector’s
cask, and the polyethylene spheres were designed. The cal-
culated cases were the bare detector (Ball 0) and those with
the detector inserted in the spheres of 2” (Ball 2), 3” (Ball
3), 5” (Ball 5), 8” (Ball 8), 10” (Ball 10) and 12” (Ball 12).
In the model design the light pipes were modeled as made of
polymethyl methacrylate, the cask was modeled as made of
aluminum and the scintillator was modeled as made of 6Li,
7Li and I; the Eu impurities were excluded.
Each model was irradiated with a parallel neutron beam
produced by a disk-shaped neutron source; irradiations were
carried out using 20 monoenergetic neutrons for each detec-
tor. The energy of the monoenergetic neutron sources var-
ied from 2.50E(-8) to 20 MeV. These calculations were per-
formed with the Monte Carlo code MCNP 4C [21] and the
ENDF/B-VI cross section library [22].
Using MCNPX [23], version 2.4.0, the response calcula-
tions were extended until 100MeV neutrons using the LA150
cross section library [24]. In all calculations the response was
deﬁned as the number of 6Li(n, α)3H reactions occurring in
the scintillator per each neutron emitted by the disk-shaped
monoenergetic neutron source.
In calculations reported in literature the scintillator has
been modeled with different mass densities: 3.84 g-cm3 [18],
4.08 g-cm3 [25]; it was also assumed that the enrichment of
6Li is 100% [18] and 96.1% [25], these assumptions give
an atomic density in the scintillator of 1.74E(22) [18] and
1.848E(22) [25] atoms-cm−3.
In this investigation the scintillator was modeled using
a density of 3.494 g-cm−3 and composed by 4.36 w/o of
6Li, 0.18 w/o of 7Li and 95.46 w/o of I. These characteris-
tics give an atomic density of the scintillator of 3.162E(22)
atoms-cm−3.
Moderating spheres were modeled with a density of 0.95
g-cm−3 and made of polyethylene. Atomic composition and
physical data of different elements utilized to build the model
were obtained from Seltzer and Berger [26].
Chemical binding and crystalline effects of polyethylene
during thermal neutron scattering were taken into account us-
ing the S(α, β) treatment [21]. A disk-shaped source term
with the same diameter as the moderating sphere was used
to represent a monoenergetic neutron source whose neutrons
were directed towards the polyethylene sphere.
Polyethylene spheres were modeled as a series of concen-
tric polyethylene shells, each with a different neutron impor-
tance, increasing as the sphere center was approached. This
was the only variance reduction technique used in the cal-
culations. Throughout the MCNP 4C and MCNPX calcula-
tions the number of histories used for each sphere was large
enough to have uncertainties less than 3%. The calculated
responses were interpolated to include a larger number of en-
ergy bins.
3. Results and discussion
In Fig. 2 the response functions for 0, 2, 3, 5, 8, 10, and 12
inches-diameter polyethylene spheres as a function of neu-
tron energy are shown. The bare detector (Ball 0) has the
shape of 6Li cross section. As the sphere’s diameter is in-
creased the response tends to decrease for thermal and ep-
ithermal neutrons. On the other hand, the maximum in the
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responses is shifted to higher energies for large spheres. This
is in agreement with the response matrix reported in the lit-
erature [17,18] even regardless the type of thermal neutron
detector [12,15].
FIGURE 2. MCNP4C and MCNPX calculated response matrix for
BSS with 6LiI detector.
The energy-interpolated response matrix is shown in Fig.
3, and their values are shown in Table I. Energy-interpolated
response functions were compared with those published by
Mares and Schraube [18]. In Figs. 2 and 3 can be noticed
that the bare response function, strongly inﬂuenced by the (n,
α) 6Li cross section, is modiﬁed by the presence of the sphere
moderator.
FIGURE 3. Energy interpolated response matrix for BSS with 6LiI
detector.
TABLE I. Energy-interpolated responses, in terms of (n, α) reactions per unit ﬂuence, for each detector in function of neutron energy.
Neutron Energy [MeV] Ball 0 Ball 2 Ball 3 Ball 5 Ball 8 Ball 10 Ball 12
1.000E-08 1.2442E-01 7.8124E-02 5.5369E-02 2.7185E-02 7.5199E-03 2.9188E-03 1.2280E-03
1.585E-08 1.2315E-01 8.9728E-02 6.4552E-02 3.1632E-02 8.6815E-03 3.3564E-03 1.3568E-03
2.512E-08 1.2189E-01 1.0305E-01 7.5256E-02 3.6806E-02 1.0022E-02 3.8595E-03 1.4989E-03
3.981E-08 1.2064E-01 1.1836E-01 8.7734E-02 4.2826E-02 1.1570E-02 4.4380E-03 1.6560E-03
6.310E-08 1.1917E-01 1.3659E-01 1.0292E-01 5.0120E-02 1.3445E-02 5.1459E-03 1.8587E-03
1.000E-07 1.1585E-01 1.6392E-01 1.2693E-01 6.1471E-02 1.6487E-02 6.3833E-03 2.3718E-03
1.585E-07 1.0876E-01 1.8124E-01 1.4784E-01 7.2431E-02 1.9509E-02 7.4842E-03 2.7539E-03
2.512E-07 1.0210E-01 2.0038E-01 1.7220E-01 8.5341E-02 2.3083E-02 8.7747E-03 3.1976E-03
3.981E-07 9.3393E-02 2.1360E-01 1.9288E-01 9.7585E-02 2.6379E-02 1.0008E-02 3.6351E-03
6.310E-07 8.3254E-02 2.1958E-01 2.0782E-01 1.0832E-01 2.9125E-02 1.1108E-02 4.0471E-03
1.000E-06 7.4218E-02 2.2572E-01 2.2392E-01 1.2022E-01 3.2155E-02 1.2329E-02 4.5055E-03
1.585E-06 6.2466E-02 2.2031E-01 2.2966E-01 1.2771E-01 3.4374E-02 1.3174E-02 4.7841E-03
2.512E-06 5.2576E-02 2.1503E-01 2.3554E-01 1.3566E-01 3.6746E-02 1.4077E-02 5.0798E-03
3.981E-06 4.4253E-02 2.0987E-01 2.4158E-01 1.4411E-01 3.9280E-02 1.5042E-02 5.3938E-03
6.310E-06 3.7245E-02 2.0484E-01 2.4777E-01 1.5309E-01 4.1991E-02 1.6073E-02 5.7273E-03
1.000E-05 3.1349E-02 1.9993E-01 2.5411E-01 1.6262E-01 4.4888E-02 1.7175E-02 6.0813E-03
1.585E-05 2.5368E-02 1.8733E-01 2.5069E-01 1.6730E-01 4.6721E-02 1.7916E-02 6.4028E-03
2.512E-05 2.0529E-02 1.7552E-01 2.4732E-01 1.7212E-01 4.8629E-02 1.8689E-02 6.7412E-03
3.981E-05 1.6613E-02 1.6446E-01 2.4399E-01 1.7708E-01 5.0614E-02 1.9495E-02 7.0975E-03
6.310E-05 1.3443E-02 1.5409E-01 2.4071E-01 1.8219E-01 5.2682E-02 2.0336E-02 7.4727E-03
1.000E-04 1.0879E-02 1.4438E-01 2.3747E-01 1.8743E-01 5.4833E-02 2.1213E-02 7.8677E-03
1.585E-04 8.6952E-03 1.3356E-01 2.2993E-01 1.8960E-01 5.6693E-02 2.1962E-02 8.1240E-03
2.512E-04 6.9499E-03 1.2356E-01 2.2264E-01 1.9178E-01 5.8616E-02 2.2736E-02 8.3886E-03
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3.981E-04 5.5550E-03 1.1431E-01 2.1558E-01 1.9399E-01 6.0604E-02 2.3538E-02 8.6618E-03
6.310E-04 4.4397E-03 1.0575E-01 2.0874E-01 1.9623E-01 6.2661E-02 2.4368E-02 8.9439E-03
1.000E-03 3.5487E-03 9.7826E-02 2.0212E-01 1.9850E-01 6.4786E-02 2.5227E-02 9.2352E-03
1.585E-03 2.8353E-03 8.9779E-02 1.9441E-01 2.0014E-01 6.6815E-02 2.6149E-02 9.5611E-03
2.512E-03 2.2654E-03 8.2394E-02 1.8700E-01 2.0181E-01 6.8908E-02 2.7105E-02 9.8985E-03
3.981E-03 1.8101E-03 7.5618E-02 1.7987E-01 2.0348E-01 7.1066E-02 2.8095E-02 1.0248E-02
6.310E-03 1.4462E-03 6.9397E-02 1.7302E-01 2.0517E-01 7.3292E-02 2.9122E-02 1.0609E-02
1.000E-02 1.1600E-03 6.3592E-02 1.6621E-01 2.0680E-01 7.6152E-02 3.0428E-02 1.1086E-02
1.585E-02 9.3496E-04 5.8157E-02 1.5943E-01 2.0836E-01 7.9862E-02 3.2111E-02 1.1720E-02
2.512E-02 7.5359E-04 5.3188E-02 1.5292E-01 2.0993E-01 8.3753E-02 3.3888E-02 1.2391E-02
3.981E-02 6.2892E-04 4.7307E-02 1.4583E-01 2.1476E-01 9.0106E-02 3.6750E-02 1.3716E-02
6.310E-02 5.2911E-04 4.1803E-02 1.3888E-01 2.2049E-01 9.7521E-02 4.0110E-02 1.5347E-02
1.000E-01 5.3399E-04 3.5963E-02 1.3099E-01 2.2719E-01 1.0837E-01 4.6143E-02 1.7813E-02
1.585E-01 7.2000E-04 3.0528E-02 1.2200E-01 2.3403E-01 1.2268E-01 5.4817E-02 2.1285E-02
2.512E-01 2.2427E-03 2.5480E-02 1.0961E-01 2.3955E-01 1.4402E-01 6.8695E-02 2.7109E-02
3.981E-01 6.3412E-04 1.8553E-02 9.2248E-02 2.3682E-01 1.7010E-01 8.9786E-02 3.9078E-02
6.310E-01 2.2889E-04 1.3309E-02 7.5766E-02 2.2931E-01 1.9848E-01 1.1720E-01 5.6964E-02
1.000E+00 1.7938E-04 9.1081E-03 5.7610E-02 2.0795E-01 2.2278E-01 1.5233E-01 8.5974E-02
1.585E+00 1.5508E-04 5.9987E-03 4.1197E-02 1.7599E-01 2.3336E-01 1.8238E-01 1.1961E-01
2.512E+00 1.4230E-04 3.8493E-03 2.8283E-02 1.4218E-01 2.3324E-01 2.0659E-01 1.5746E-01
3.981E+00 8.3213E-05 2.2374E-03 1.8112E-02 1.0229E-01 2.0147E-01 2.0190E-01 1.7405E-01
6.310E+00 4.9620E-05 1.2896E-03 1.0934E-02 6.9649E-02 1.6069E-01 1.7831E-01 1.6997E-01
1.000E+01 3.0783E-05 7.5076E-04 6.6064E-03 4.5374E-02 1.1562E-01 1.3881E-01 1.4363E-01
1.585E+01 1.9090E-05 4.5407E-04 4.2394E-03 2.9868E-02 8.1086E-02 1.0446E-01 1.1666E-01
2.512E+01 1.4744E-05 2.8151E-04 2.4189E-03 1.8371E-02 5.5942E-02 7.6356E-02 8.8874E-02
3.981E+01 1.5393E-05 1.9549E-04 1.5624E-03 1.1967E-02 3.8106E-02 5.3770E-02 6.4948E-02
6.310E+01 1.5515E-05 1.5457E-04 1.1685E-03 8.5682E-03 2.6585E-02 3.7516E-02 4.6230E-02
1.000E+02 1.5413E-05 1.2360E-04 8.7244E-04 6.4118E-03 1.9577E-02 2.7399E-02 3.4316E-02
Uncertainties are ≤ 3%
In Figs. 4 to 10 are shown the Monte Carlo calculated,
and their energy-interpolated values, response functions for
Ball 0 to Ball 12, obtained in this study and those reported by
Mares and Schraube.
In Fig. 4 can be noticed that there are differences. For this
detector Mares and Schraube did the calculation irradiating
FIGURE 4. Calculated, interpolated and Mares and Schaube re-
sponse function for bare detector.
the bare detector laterally while in this work all irradiations
were carried out with the neutron disk source centered on
and perpendicular to the axis of the central detector; also dif-
ferences are attributed to the difference in the cross sections
libraries utilized in both studies. In this response function can
be noticed the inﬂuence of the 6Li (n, α) cross section shown
in Fig. 1.
FIGURE 5. Calculated, interpolated and Mares and Schaube re-
sponse function for Ball 2.
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FIGURE 6. Calculated, interpolated and Mares and Schaube re-
sponse function for Ball 3.
FIGURE 7. Calculated, interpolated and Mares and Schaube re-
sponse function for Ball 5.
FIGURE 8. Calculated, interpolated and Mares and Schaube re-
sponse function for Ball 8.
For Ball 2 to Ball 12 the main differences are in the low
energy region and for neutrons whose energy is larger to 20
MeV, i.e. those values calculated using MCNPX. Probable
explanation of this difference is attributed to the cross sec-
tions utilized by Mares and Schraube for neutrons beyond 20
MeV. They utilized the HIGH library [18], while in this study
it was utilized those included in MCNPX.
FIGURE 9. Calculated, interpolated and Mares and Schaube re-
sponse function for Ball 10.
FIGURE 10. Calculated, interpolated and Mares and Schaube re-
sponse function for Ball 12.
The χ2 test was applied to compare the response func-
tions with the Mares-and-Schraube’s response functions. The
test was applied using α = 0.95 and 22 degrees of freedom;
for these parameters the χ2-critical value is 12.338. The cal-
culated chi-square values for each detector are shown in Table
II. Using this test can be noticed that all the calculated chi-
values are smaller than the critical chi-value. This means that
there is not signiﬁcant difference between the response func-
tions calculated in this work and those reported by Mares and
Schraube.
TABLE II. Calculated Chi-square.
Detector χ2
Ball 0 0.3312
Ball 2 0.0230
Ball 3 0.0437
Ball 5 0.0439
Ball 8 0.0449
Ball 10 0.0727
Ball 12 0.0798
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4. Conclusions
The ﬂuence responses for seven Bonner spheres have been
calculated for neutrons from 2.50E(-8) to 100 MeV. The cal-
culations have been performed using the MCNP 4C for neu-
trons from 2.50E(-8) to 20 MeV using the ENDF/B-VI cross-
section library, while for neutrons between 30 to 100 MeV
the response was obtained using the MCNPX code and the
LA150 cross section library [23, 24]. For all the calculated
cases with the spheres the S(α, β) scattering model was uti-
lized during the transport of low energy neutrons.
Response matrix was calculated for 23 energy bins and
the response functions were interpolated to include a larger
number, 51, energy bins.
The response functions were compared with those re-
ported by Mares and Schraube. Good agreement was also
observed between our response matrix and the matrix calcu-
lated by other scientists. Response functions are similar in
shape regardless of thermal neutron detector except for the
B0 case where its response is strongly inﬂuenced by the type
of thermal neutron detector.
Comparing the response function for B0 with the re-
sponse function of Mares and Schraube differences are ob-
served due to the irradiation conditions utilized during calcu-
lations and the cross sections libraries. For the other spheres
the differences are mainly observed in the low energy region
and in the case of neutrons whose energy is larger to 20 MeV;
this is attributed to the different cross sections libraries uti-
lized in both studies. The chi-square test was applied to deter-
mine if there are signiﬁcant differences between our response
functions and those reported by Mares and Schraube. From
this test no signiﬁcant differences were observed.
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